reference ranges, the difference between the sensitivity for ANA-IFA (88.8%) and ANA-EIA (92.9%) was not significant (P Ͼ0.05). The agreement between the two methods was 93.9%. Some bias may have been introduced into this study because the ANA-IFA results were used by the physicians to establish diagnoses whereas the ANA-EIA results were not made available to the physicians. Although it may be reasonable to assume that this bias favored the ANA-IFA, it would be difficult to determine the extent of this bias because no definitive test for CTD exists.
Although information on patterns is lost with the ANA-EIA method, this may be a minor disadvantage. The ANA-IFA fluorescent patterns have been associated with certain clinical states [1] [2] [3] [4] [5] [6] , but no matter how convincing such associations may seem, they are difficult to confirm when unselected patients are used [14] . The earlier study [9] reported that only 3 of 8 patients with anticentromere antibody had a diagnosis of CREST syndrome, and only 1 of 19 patients with nucleolar antibody had a diagnosis of scleroderma. In this study, 2 of 4 patients with anticentromere antibody had a diagnosis of CREST, and none of the 4 patients with nucleolar antibody had a diagnosis of scleroderma. Although the association of certain patterns with certain clinical states has been reported, the incidence of these patterns in non-CTD clinical states has not been investigated thoroughly.
We conclude that the ANA-EIA method is equivalent to the ANA-IFA in screening for ANA in serum from patients with CTD. Differences in performance between the ANA-EIA and ANA-IFA may be insignificant when the appropriate cutoffs are selected. The appropriate cutoff may depend on many factors including the cost of false negatives and false positives as well as the prevalence of CTD. The ANA-EIA has the advantage of being easy to use, and the results are objective.
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In 1992, an automated whole-blood microparticle enzyme immunoassay was developed (Abbott Labs.) for the measurement of tacrolimus concentrations (TAC I) on the IMx analyzer [1] . This method involves the antitacrolimus monoclonal antibody developed by Fujisawa Pharmaceutical, the company producing the immunosuppressant tacrolimus [2] . The assay requires 100 L of whole blood, and 24 samples can be analyzed in ϳ40 min after a rapid organic extraction (200 L of precipitation reagent: ZnSO 4 solution in methanol and ethylene glycol). The capture reagent consists of latex microparticles to which tacrolimus antibodies are attached, the enzyme is tacrolimusconjugated alkaline phosphatase, and the substrate is 4-methylumbelliferyl phosphate. This method yields CVs of ϳ10% (11.8% and 9.6% at concentrations of 15 and 25 g/L, respectively) [1] , but is limited by the detection limit of 5 g/L. Because in current clinical practice a nonnegligible percentage of transplant patients display low tacrolimus concentrations (Ͻ6 g/L), the immunoassay has recently been modified. A new assay, IMx tacrolimus II (TAC II), with a lower detection limit, has been developed, requiring 150 L of whole blood and 150 L of precipitation reagent. Whereas the TAC I has a dynamic range of quantification from 5 to 60 g/L, the TAC II assay has a range from 1 to 30 g/L, better corresponding to the therapeutic range of tacrolimus (5-15 g/L) [3] . Because this new assay will replace the TAC I, we have evaluated and compared the two assays in terms of their analytical performances, and their correlation in clinical blood specimens obtained from kidney and liver transplant patients.
Analytical performances were evaluated on the same IMx analyzer, by the same technician, and on the same days. The pipettes used were calibrated before the study. All the analyses (mode 1 calibrator, controls, and patients' samples) in the study were run in duplicate, and blood samples after pretreatment were vortex-mixed individually for 10 s according to the manufacturer's instructions.
Each of the three controls [target concentrations low (L), medium (M), and high (H): 15, 25, and 40 g/L, respectively, for the TAC I; and 5, 11, and 22 g/L for the TAC II)] was used in replicates of 20 during three consecutive days. The within-run precision overall results were similar for the two assays ( Table 1) . Mean values for the TAC I controls were 14.3, 23.9, and 38 g/L with CVs of 6.2%, 5.7%, and 5.2%, respectively. The corresponding values for the new assay were 5.4, 12, and 23.7 g/L with CVs of 7.1%, 6.7%, and 6.7%. In addition, to assess the betweenrun precision, each of the three controls was analyzed in replicates of two during 10 consecutive days. Mean values for the TAC I assay were 13.7, 23.7, and 40.5 g/L with CVs of 7.3%, 5.1%, and 7.1%, respectively. Comparative results for TAC II were 4.9, 10.7, and 23.1 g/L with CVs of 10.0%, 5.0%, and 7.2%, respectively. The detection limit of both assays has been evaluated by two approaches: first, by testing 10 samples of calibrator A (0 g/L), and second, by testing 10 tacrolimus-free clinical specimens (transplant patients under another immunosuppressive scheme). The limits of detection of TAC I, defined as the lowest concentrations that can be distinguished from zero with 95% confidence (mean ϩ 2 SD), were 3.8 and 6.4 g/L for the first and second approaches, respectively, and the corresponding results for the TAC II assay were 0.8 and 1.16 g/L, respectively. These results confirm the detection limit of ϳ5 g/L for the TAC I assay as described by Abbott, and suggest for the new assay a detection limit of ϳ1 g/L. To compare the two calibration curves, TAC I controls L and M (15 and 25 g/L) have been measured in triplicate on the TAC II assay, resulting in similar mean concentrations (14.2 and 25.4 g/L, respectively).
Correlation between the TAC I assay and the new TAC II assay in clinical practice has been evaluated with 70 whole-blood EDTA specimens obtained from kidney and hepatic transplant patients treated with tacrolimus. All samples were analyzed with quality-control material within a week. Samples with concentrations Ͻ5 g/L (n ϭ 9) have been excluded from the comparison study. With TAC I and TAC II data reported in the x-and y-axes respectively, the correlation coefficient was 0.960 and the regression equation was y ϭ 0.81x ϩ 0.50. Thus TAC II results were lower than those from TAC I by 9 -17% in concentrations of 5-30 g/L (according to the equation). To illustrate this bias, a Bland-Altman plot for method comparison is shown in Fig. 1 [4] . In this graph, the differences between the assays are plotted against the averages of the two methods. Horizontal lines represent the mean difference (1.26 g/L) and mean difference plus or minus 2 SD (mean Ϯ 2.63 g/L).
Analysis of the data based on the organ transplanted (n ϭ 30 for liver, n ϭ 31 for kidney) produced no significant changes in the correlation coefficient. The slope for the hepatic transplant samples was 0.73 and the y-axis intercept was 1.0, but the difference was not statistically significant. The positive intercept value compensates partly for the low slope, resulting in similar concentrations in the lower range. During these clinical sample analyses, three control samples were simultaneously added. Mean (n ϭ 10) low, medium, and high concentrations were: 14.0, 25.3, 42.0 mg/L and 5.2, 11.3, 24.3 mg/L for TAC I and TAC II, respectively, similar to the values obtained in the precision study, thus confirming the absence of shift in the curves over time. In addition, three blood specimens (A16, B16, C16) from the tacrolimus European quality-assessment scheme organized by D. Holt, London, UK, were analyzed by both techniques. A16 and C16 are aliquots of tacrolimus-free blood to which 20 and 40 g/L tacrolimus have been added, and B16 is an aliquot of a single pool of blood samples from transplant patients, presenting a consensus mean of tacrolimus concentration of 13.8 g/L. The results obtained in our laboratory with both assays are: 23.1, 47.8, and 14.8 g/L for TAC I, and 19.3, Ͼ30 (36.9 after dilution), and 11.6 g/L for TAC II, respectively. The reliability of the new TAC II assay is based on good reproducibility (similar within-run and betweenrun CVs to TAC I), obtained in a concentration range much lower than previously possible. This improvement clearly better corresponds to the current dosage regimen of tacrolimus. The new assay has a detection limit of 1 g/L, which is similar to that obtained from ELISA [3, 5] . In addition, during our evaluation, the new assay presented an excellent stability of the calibration curve. The first calibration of TAC II obtained in September 1996 was still valid 4 months later, whereas the TAC I assay was recalibrated two times during the same period of time. The observation of tacrolimus concentrations significantly lower with the new assay appears slightly surprising since both assays use the same monoclonal antibody. A possible explanation could be the different volume of blood and precipitation reagent involved in the assays. Some coprecipitation or drug trapping in the protein clot might occur in the TAC II, mainly with fresh blood samples and less with pretreated and hemolyzed samples as controls. This would be consistent with the need of agitation duration of at least 10 s for TAC II (150 L of blood ϩ 150 L of precipitation reagent) to avoid incomplete breakup of the erythrocytes. Such need was less critical for TAC I (100 L of blood ϩ 200 L of precipitation reagent). Owing to the higher proportion of solvent used in the TAC I assay, a higher extraction ratio of some tacrolimus metabolites could also contribute to a higher result as compared with the new assay. This would also explain why control samples produce data closer to expected values and to TAC I values than do patients' samples. Nevertheless, taking into consideration the clinical practice of tacrolimus therapeutic monitoring, the new IMx tacrolimus II assay, with the improved sensitivity, should meet the need of most users. Horizontal lines represent the mean difference and the mean difference Ϯ 2 SD. Blood concentrations are obtained from 61 patients after kidney (n ϭ 31) and hepatic (n ϭ 30) transplantation.
